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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Dae:  3/7/0Y /{»“\
Intoxilyzer Serial Number. (i — (/0432
QAS:  Typne Dovzl (%4331 )

Problem Descripuon: »
Zutrument _ded et adyut qa€ oo dap jrdr J

o If the instrument is taken out of service, complete the following:

Date out of service A4

Calibration Check completed prior to removal from service:

0 Yes Date: 0 No

SQAP completed prior to removal from service:

0 Yes Date: 0 No

Date returned to service: g/ A~

' .| Correcuve Action Taken or Repairs:
A usStra dare e 3lajey #3149,
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EXHIBIT Q 75—

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSBED BY
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH S8ERVICES

STANDARD QUALITY ASSURANCE pnocznvnzs&%
INTOXILYZER MODEL 5000%#

AGENcY Tucson Police QA SPECIALIST -Zr/’(ﬁ( %l’dﬂ@jj/)

(Print Name)

INTOXILYZER SERIAL #_@f ~00¥9F2.  rocarion__(ODE

DATE_Aarin LY %Qﬂf TIME__ [3/6
rgégi Display reads "READY TO STARTY" or "PUSH BUTTON TO START
TEST."

TAGNQOSTIC STS
'ul DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection "H". Reading is 36 .
Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".

Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".

Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". -

Date check. Mode selection switch S11 on or keyboard
menu selection "E".

kil

OPERATIONAL TESTS
Alcohol free subject Test result 0,400 AC
Error recognition logic system functioning

Invalid test printed
 Proper sample recognition system

Invalid sample printed€X~

Deficient sample printe

N/A Completeness of sample purge with collection tubex*
2N Calibration standard 0.&£50 AC
Results: 0.077 AC -~ 0D.0F7F?AC /

Instrument operating properly and accurately. YES__NO___

h

COMMENTS:

) Fa)
STIGNATURE £é427&2L~ /35924by\_—ﬂ
[ 74

g,ﬁvhgpgi;ohol concentration standard collected for subsequent
analysis.s=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
*4THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
8AMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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INTOXILYZER® INSTRUMENT PRINTER CARD e m
© 1986 by CMIINC.
~PL~




5‘2 A
PXHIBIT P =2én

rHIS REPORT PREPARED PURSUANT TO DUTY INPOBED BY
' A.A.C. R9-14-404 (A)

ARIZONA DEPARTMENT OF HEALTH B8ERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

'}
STANDARD CALIBRATION CHECK PROCEDURE AQ

Agency _Tucson Police Department Date LZAﬂﬁ/OG( Tinme /3 6

Intoxilyzer Serial# @Q—_—_&Zé&_ Location oL £

QA Specialist _LAfeAcC nggé%ﬁ@—iﬁlj

(Prf%t Name)

(«fq] 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard value: 0.0%50 AC

fa-) 2- Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(w&) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting “C"
on keyboard menu.

o) 4 Attach simulator to the simulator entrance port on the
Intoxilyzer.

o~ @&y 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".
o-@o”) 6. Push Start Test button or press enter on keyboard.
\/kﬁde) 7. 1Insert card in response to display.
gt o) 8. Air blank completed.
~oiga) 9- calibration check completed.

Test results 0.077 ¥ 0.OFFAC
PgPo—) 10. Air blank completed.
\%Mfﬁ¢%r) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
(&Y 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on kgyboard. :

SIGNATURE _J A8} Ao~

*WITHE OR WITHOUT VAPOR RECIRCULATION AXND WITEH OR WITEOUT XEYBOARD

DHS/DSLS/Form C1l16 (Rev.7-93)




&

ok

QYVO HIiNIHd INIWNYLSNI HIZANXOLNI

ONLIWD AQ 9861 O

~

SNHVINIY HO/AGNY NOUVIWHO4INI TYNOLLIGAY

- -

(TEE74 x WA

NOUVYIO INIWNHLSNI

. 3d0

a3AY3S8O [SHI INLL

IWVN S.103raNs el

.Ququhua 133HIIH 54N QMHIHE&
ANTAEA - ITN4HEES IHITIIT 430 %

mMWWﬁ @oe " HMETE HTH
EZiEl Si@° L5531 LOACEnc#

L2EELL. @ER- AMEIE W1
IUIL  ANTRA JpEa 1331
CES. N Gage DEsnIsCE
-t L : § - 3 B —..“_._ Do X -
432 DD - 4370710 1AT

EERL Ty

m
|
|
]
|
|
|
A,
M
“
|
|
1

ONIIND Ad986L &

AdYD HIINIEd ENFNNHEISNL . HIZANXOLN

A VYU

SHUVINTY HO/ OGNV NOUVYWHO NI TYNOILIGAY

HOIVH IO

\wN DL A 2@ Q

NOUYIOT INJWNHLSNI Q3AHISHO 1SHId IWH

290

JAYN S.123r8NS
01834 HOTLMATH430 M3IM HID3E
memH _ BeE " YHHTE HTH
PEIE] HOM® 374MHE 01THART
SEiET Lk AMETE HIH
INTL INEA OwEE 1531

:cyja_va




